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S# Descriptions of Items M/S Medinostic 
Health Care 

M/S Idea 
Medicals 

M/S Haris 
Enterprises 

M/S Irfan 
Enterprises 

M/S LabCare 
Enterprises 

M/S Rays 
Technologies  

M/S Hospicare 
System 

M/S Capri 
Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

1.  Fowler Bed  
 

Not quoted 
Not Quoted  Not Quoted Not Quoted  According to 

Specifications  
Not Quoted Not Quoted Not Quoted Not Quoted Not Quoted 

2.  
Microscope Binocular 
 

Not according to 
Specifications 

Not Quoted Not according 
to 
Specifications 

According to 
Specificatio
ns 

Not according to 
Specifications 

According to 
Specifications 

Not Quoted  Not according 
to 
Specifications  

Not Quoted Not Quoted 

3.  Stretcher trolley 
manually hi-low 

Not Quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

4.  Side Food Table  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

5.  Bed side Locker  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

6.  Dressing Trolley  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications  

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

7.  Foot step  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

8.  Small folding chair 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

9.  ward Screen Portabl 
Metal  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

10.  Medical Crash 
Cart/Medication 
Trolley 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

11.  Cupboard (Glass) Not quoted  Not Quoted  Not Quoted  Not Quoted  Not quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

12.  White Board 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

13.  IV Pole/Infusion 
stand  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

14.  Pedal Bins (Height 
38.5cm, capacity 
12Litre) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

15.  Hamper Bag/Linen Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Equipments  

M/S Mediquips 

Trolley  
 

Specifications 

16.  Examination couch 
Overall Approx  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

17.  Instrument trolley 
with 2 large shelves  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

18.  Baby photo therapy 
unit. 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

19.  Notice board (Small) 
Pin UP/Soft Notice 
Board 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

20.  Bench (wooden) 
Wooden long bench 
chai 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

21.  Plastic bucket 
PPCP material 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

22.  Steel Basin 

(30x100mm)  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

23.  Measuring Jug Plastic 
(1Litre) 1 Liter Clear  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

24.  Plastic Mug (Small) 
Clear Plastic  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

25.  Wall Oxygen bottles 
Model Number:  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

26.  Wall Suction bottles 
Vacuum Controller  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

27.  Plastic bed pan 
Package Dimensions   

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

28.  ECG Machine Not quoted  Not Quoted  Not Quoted  Not Quoted  Not according to Not Quoted  According to Not Quoted Not Quoted Not Quoted 
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Microprocessor 
augmented 
automatic 

Specifications Specification
s 

29.  Glucometer + Strips 
Product description 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

30.  
Baby Incubator 
Microprocessor 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
Not according to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted According to 
Specification
s 

31.  Percussion hammer 
Chrome Plated  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

32.  Instrument trolley 
with 2 large shelves 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

33.  BP Apparatus with 
adult cuff Mercury 
Components: 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

34.  Babby size cuff 
Various cuff 
connectors to fit 
major brands 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

35.  Teaching 
stethoscope double 
ear piece 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

36.  Stethoscope Double 
cup, dual-use (adult 
& pediatric 
auscultation)  

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

37.  artery forceps 10" 
stainless steel  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

38.  artery forceps 10" 
stainless steel 
(curved) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

39.  Dissecting forceps Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Mediquips 

plain stainless steel  Specifications 

40.  Nasal speculum 
stainless steel  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

41.  sponge holding 
forceps Martensitic  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

42.  oral thermometer 
Glass mercury 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

43.  Rectal thermometer 
Temperature Range 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

44.  Tympanic 
thermometer  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

45.  Bowls small  Stainless 
Steel 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

46.  Electric Torch 
(Chargeable), 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

47.  Enema cans Stain 
Less Steel Portable 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

48.  Feeding Cups 
Stainless Steel  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

49.  Procedure Trolleys 
Hospital Trolley 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

50.  Emergency Trolley 
Low level single 
column easy clean 
procedure trolley, 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

51.  Stainless Steel Male 
Urinals 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Equipments  

M/S Mediquips 

52.  Steel Mouliage Set 
(Moutn Gauge)  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

53.  
Double Bowel Stand  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

54.  Chattel Forceps Size - 
10 Inches 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

55.  Dissecting Forceps 
toothed Stainless  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

56.  Knife B P handle 
Stainless Steel  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

57.  Anti-Decubitis Air 
Cussion Clear 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

58.  Rubber Aprons  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

59.  Suction catheter of  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

60.  
 

LAUNDRY 
ITEMS 

Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

61.  Bed Sheets (White)/ 
Draw sheet/ Pillow 
cover 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

62.  Pillows Size  20" 
x26 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

63.  Towels large Size: 
65cm*125cm 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

64.  
Mitten 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

65.  
Gown(white)(shirts)  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

66.  Large Gown (blue) 
with pajama 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Medicals 
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Enterprises 
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Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

67.  Makintosh Made of 
High Quality Natural 
Rubber 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

68.  Dignity Sheet 
Disposable under 
pads 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

69.  Aprin (Rubber) 
Green & White  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

70.  Sterile dressing  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

71.  Peads Items           

72.  Baby pamper  
Disposable baby 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

73.  Baby umbilical cord 
clamp 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

74.  
Baby dress (L) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

75.  
Baby dress (M) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

76.  
Baby dress (S) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

77.  Baby Cot Mobile 
baby 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

78.  Baby bath tub 
Plastic made 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

79.  Urine collection bag 
Sterile urine 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

80.  Trays with cover 
different size 
stainless Steel 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

81.  Kidney Dish (Large) Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

400x200x60 mm 
Stainless Steel 

Specifications 

82.  Kidney Dish(Medium) 
250x140x40 mm 
Stainless Steel 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

83.  Kidney Dish ( Small) 
170x100x30 mm 
Stainless Steel 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

84.  
Bowl 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

85.  
Fetoscope,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

86.  Urinal (Stainless 
Steel) 230x150x85 
mm 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

87.  Sputum Cup 
(Stainless steel) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

88.  Tuizor Not quoted  Not Quoted  Not Quoted  Not Quoted  Not quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

89.  Scissors           (Large) 
(medium)     (small) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications  

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

90.  Curve Forceps  (Small 
+ Medium) 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

91.  Sprit swab 
jar(Stainless steel) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

92.  Medication 
(Medicine sample) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

93.  Family Planning 
Item/Sample 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
Specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

94.  Respiratory Items           

95.  Nasal cannulas A Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Mediquips 

nasal oxygen cannula specifications   

96.  Venturi mask Made 
of clear,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications  

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

97.  Nebulization set 
Portable, 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

98.  Suction cath  
different sizes 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

99.  Airway, Oro-
pharyngeal airway, 
Guedel type. 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

100.  Steamer Innovative 
hot vapour inhalation 
system.  

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

101.  O2 head box Medium 
size 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

102.  
Mucus extractor 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

103.  Tracheostomy tubes 
of different sizes 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

104.  Ambo Bag with mask 
(Adult/Peds/)  

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

105.  
 

 GIT AND 
ELIMINATION 

         

106.  NG tubing of 
different sizes 
various sizes (8, 10, 
12, 14, 16 and 18 Fr) 

Not quoted 

Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

107.  Colostomy bags of 
different sizes Skin 
friendly  

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

108.  Foleys catheter of Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Equipments  

M/S Mediquips 

different sizes 5Fr, 
6fr, 8fr 10fr, 12fr, 
14fr, 16fr, 18fr, 20fr, 
22fr, 24fr, 26fr. 

specifications 

109.  Urine bags Urine 
collection bag. 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

110.   I/V ITEM          

111.  
D/Syringes  60cc  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

112.  
D/Syringes  50cc  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

113.  
D/Syringes  30cc 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

114.  
D/Syringes  20cc 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

115.  
D/Syringes 10cc 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

116.  
D/Syringes 5cc 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

117.  
D/Syringes 3cc 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

118.  
D/Syringes 1cc 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

119.  Blood Transfusion set 
With plain spike and 
double drip chamber 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

120.  
IV set 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

121.  Burretol Sterile IV 
giving set with 
graduated chamber 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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S# Descriptions of Items M/S Medinostic 
Health Care 

M/S Idea 
Medicals 

M/S Haris 
Enterprises 

M/S Irfan 
Enterprises 

M/S LabCare 
Enterprises 

M/S Rays 
Technologies  

M/S Hospicare 
System 

M/S Capri 
Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

122.  Manual CVP 
Monitoring Kit 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

123.  
Blood collection bag  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

124.  
Disposable  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

125.  
IV Cannula   14G 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

126.  
Tourniquet Length:  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

127.  
Alcohol swab  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

128.  
Band aid (Saniplast)  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

129.  Guaze pieces (4/4) 
Packaging Size 4  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

130.  Blood collection tops  
Red, Green, Purple, 
Blue, Grey, 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

131.  Urine Sample 
collection container 
(For R/E and C/S) 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

132.  Mepore dressing  
(Large), (Medium), 
(Small) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  
According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

133.  Surgical Tape Gentle 
adhesion 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

134.  
Hot Bottles 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

135.  Cold water bottles  Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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S# Descriptions of Items M/S Medinostic 
Health Care 

M/S Idea 
Medicals 

M/S Haris 
Enterprises 

M/S Irfan 
Enterprises 

M/S LabCare 
Enterprises 

M/S Rays 
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M/S Hospicare 
System 

M/S Capri 
Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

specifications 

136.  
Sand bags, Morrison  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

137.  
Air rings Provided  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

138.  Basket small (for 
scenarios) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

139.  Stop watch, 
Microprocessor  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

140.  
Bell 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

141.  ENT Set  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

142.  Tunning fork Non-
magnetic,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

143.  
Reflex Hammer 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

144.  
Tongue depressor  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

145.  
Torch,  Type: Medical  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications  

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

146.  Inch tape, Total Size: 
150 x 1.3cm/60" x  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

147.   BANDAGES          

148.  
Crape bandages   

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications  

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

149.  
Crape bandages   

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

150.  
Cotton Bandage roll,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

151.  Arm Slings Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Medicals 

M/S Haris 
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M/S Rays 
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M/S Hospicare 
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Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

with waist support 
strap,  

specifications 

152.  
Nail cutter  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

153.  Safety pins  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

154.  First Aid Box, First aid 
kit  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

155.  
Emergency Box 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

156.  Hight & Weight Scale 
machine (Adult) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

157.  
Weight Scale   

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

158.  
Disposable gloves 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

159.  
Polythene gloves,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

160.  
Lotion 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

161.  
Baby powder 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

162.  Pyodine 
solution(Povidone- 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

163.  
Pyodine scrub Active  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

164.  
Tinct Benzoine  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

165.  
Glycerine  bottle 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

166.  Hydrogen peroxide  Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 



TECHNICAL EVALUATION REPORTS OF EQUIPMENTS INSTITUTE OF NURSING, ADP PROJECT    

       
 

  Page 13 of 22 

S# Descriptions of Items M/S Medinostic 
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Medicals 

M/S Haris 
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Enterprises 

M/S LabCare 
Enterprises 

M/S Rays 
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M/S Hospicare 
System 

M/S Capri 
Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

specifications 

167.  
 

SIMULATORS 
AND MANIKINS 

         

168.  Two-in-One i.m. 
Injection Model of 
Buttock 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

169.  
CPR Training manikin 
Adult 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

170.  
 

CHEMICALS & 
GLASSWARES 

         

171.  Gram staining kit- 
each 

Not quoted 
Not Quoted  Not Quoted  Not Quoted  According to 

specifications 
Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

172.  
Ethanol- liter  

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

173.  
Methanol liter 

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

174.  Blood group 
reagents- kits 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

175.  
Culture Media- kg 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

176.  
Beaker 1 liter 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

177.  Reagent bottles 1 
liter 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

178.  Thoma pipettes (Full 
set) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

179.  
Test tube 5 ml 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

180.  
Test tube rack 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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Health Care 
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Medicals 

M/S Haris 
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M/S Rays 
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Medicals  

M/S Medicals 
Equipments  

M/S Mediquips 

181.  Petri dishes (different 
sizes) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

182.  
Tips (yellow/Blue) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

183.  
Flasks 1L 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

184.  
Flask 500 ml 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

185.  
Flask 250 ml 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

186.  
Beaker 500 ml 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

187.  
Alcoholic Swabs 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

188.  Slides 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

189.  Iodine, 100mL  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

190.  
Blood agar 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

191.  Nutrient agar 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

192.  
Beaker 250 ml 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

193.  
Defibrillator Not quoted 

Not Quoted  Not Quoted  According to 
specification
s 

Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

194.  
Adult Laryngoscope  Not quoted 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

195.  
Sphygmomanometer   Not quoted 

Not Quoted  Not Quoted  Not Quoted  Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Haris 
Enterprises 

M/S Irfan 
Enterprises 

M/S LabCare 
Enterprises 

M/S Rays 
Technologies  

M/S Hospicare 
System 
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M/S Medicals 
Equipments  

M/S Mediquips 

196.  Electronic Blood 
Pressure Monitor, 

Not quoted 
Not Quoted  Not Quoted  Not Quoted  According to 

specifications 
Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

197.  
Pulse Oximeter,  

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  According to 
specifications 

Not Quoted Not Quoted Not Quoted 

198.  
Vital Signs Cardiac 
Monitor 

Not quoted 
Not Quoted  Not Quoted  Not Quoted  According to 

specifications 
Not Quoted  Not Quoted  Not Quoted According to 

specification
s 

Not Quoted 

199.  
Male & Female 
Catheterization 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

200.  Suturing Set  
 

Not quoted 
Not Quoted Not Quoted  Not Quoted  According to 

specifications 
Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

201.  
NG Tube Manikin, 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

202.  
Ophthalmoscope,  

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

203.  
Otoscope, OTOSCOPE  

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

204.  
Lubricant 5 Liter Pot  

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

205.  
Tooth Brush,  Not quoted 

Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

206.  
Snellen Chart, 

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

207.  Electronic Beds, FULL 
BED PACKAGE: 

Not quoted  Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted According to 
specifications 

208.  
Disposable  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

209.  
Soap (Dettol), Item  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Mediquips 

210.  
Wheel Chair, Powder  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

211.  Hand Sanitizer (box 
of 200ml), 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

212.  
Suction Machine,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

213.  
Oxygen kit  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

214.  Ventilator with all 
accessories, 15" TFT/ 
LCD screen displays  

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

215.  
Oxygen Mask Adults  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

216.  
Oxygen Mask  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

217.  Glucostrip, Accu 
Check Performa. 1  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

218.  
Lancet Injector (Box), 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

219.  
Anatomic Models for 
injections in arm,  

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

220.  
Spirit (5 L), IUPAC  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

221.  
Soaps Liquid 100ml 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

222.  LP needles (different 
size) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

223.  Butter Fly needles 
Number of Items 200 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

224.  Inj Bi-Carb, Bicarb Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Mediquips 

injection sampe specifications 

225.  Inj Potassium, 
Potassium injection 
sampe 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

226.  IV Flow Meter 
(Diflow) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

227.  3 Way Stopper 
Material  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

228.  
Heparin Lock 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

229.  
Opsit Dressing  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

230.  
Deudrum Dressing 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

231.  
Surgical Blades  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

232.  Sutures (various 
type) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

233.  
DVDs for BLS, ACLs,  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

234.  
Electrodes 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

235.  
ECG Gel 5 Liter 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

236.  
Virtual I V Simulator 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

237.  CPR Training manikin 
Infant  & Child 
Manikin 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  Not according to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

238.  Pocket Masks all According to Not Quoted Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Medicals 
Equipments  

M/S Mediquips 

sizes specifications specifications 

239.  
Spinal Cord Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

240.  
Brain Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

241.  
Intestine Model 

According to 
specifications 

Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

242.  
Stomach Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

243.  
Skeletal Model, 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

244.  
Ear Model, 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

245.  
Eye Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

246.  
Heart Model, 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

247.  
Kidney Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

248.  
Liver Model,  

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

249.  
Pancreas Model 

According to 
specifications 

According to 
specification

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Medicals 
Equipments  

M/S Mediquips 

s 

250.  
Skull Model, Material 
 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

251.  
Vertebral Column 
Model, 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

252.  
Lung Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted Not Quoted  Not Quoted Not Quoted Not Quoted 

253.  
Breast Model 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted Not Quoted  Not Quoted Not Quoted Not Quoted 

254.  
Anatomical Torso: 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted Not Quoted  Not Quoted Not Quoted Not Quoted 

255.  
Muscle skeletal 

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted Not Quoted  Not Quoted Not Quoted Not Quoted 

256.  
Microscope 
binocular,  

According to 
specifications 

Not Quoted Not Quoted  According to 
specification
s   

Not according to 
specifications 

According to 
specifications 

Not Quoted  Not according 
to 
specifications  

Not Quoted Not Quoted 

257.  Cardiovascular Chart, 
A 24" x 36" 

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

258.  Reproductive System 
Chart, Male & 
Female: 

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

259.  
Skeletal Chart Size A4 

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

260.  Nervous system 
Chart 

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted   Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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M/S Mediquips 

261.  Digestive System 
Chart,   
 

According to 
specifications 

Not Quoted Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

262.  Body Lymph Node 
Chart, 
 

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

263.  Endocrine System 
Chart, 18" x 27"  

Not quoted  
Not Quoted  Not Quoted  Not Quoted  According to 

specifications 
Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

264.  Male/female 
reproductive Models, 

According to 
specifications 

Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

265.  
GI system Model,  

According to 
specifications 

According to 
specification
s 

Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

266.  
 

Emergency 
Crash carts 
Equipment s: 

         

267.  CPR Board 
hung in a room. 

 Not quoted  
Not Quoted  Not Quoted  Not Quoted  According to 

specifications 
Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

268.  
Epinephrine  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

269.  
 Dexamethasone  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

270.  Adenosine 6mg/2cc – 
5, 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

271.  
Atropine, Packaging  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

272.  
Adrenaline   ) 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

273.  Calcium Gluconate  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

274.  Magnesium sulphate-  Not quoted  Not Quoted  Not Quoted  Not Quoted  According to Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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specifications 

275.  
 Lanoxin 0.5mg/2ml – 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

276.  
 Diltiazem – 10 used  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

277.  
Dantrium 20mg  5  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

278.  
Benadryl 50mg/1ml –  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

279.  
Diazepam 10 mg      

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

280.  Dormicum5 mg  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

281.  Glucagon 2, Glucagon  
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

282.  
Lasix 40 m,  Ampule 

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

283.  Solocortef  250mg      
succinate Vial   

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

284.  Solocortef  500mg  , 
succinate, Vial  

Not quoted  Not Quoted  Not Quoted  Not Quoted  According to 
specifications 

Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

285.  Vasopressin 20  Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

286.  Avil      Packaging Size 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

287.  Dextrose 50gm/50ml 
 

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

288.  Amiodarone 
150mg/3ml – 

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

289.  Nitroglycerine 
50mg/10ml (GTN)  

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

290.  Isoket      Packing Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 
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:6X10 

291.  Sodium Bicarb 
8.4%/50ml       

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

292.   1 D5½ NS 250cc –             
Dextrose and Sodium  

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

293.   Dopamine 
400mg/10ml           

Not quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted  Not Quoted Not Quoted Not Quoted 

 


